[Quality assurance in x-ray installations for therapy in accordance with the x-ray regulations].
For the conventional X-ray therapy the Röntgenverordnung demands the examination of the dose rate in the radiation beam. The measurements and the results are demonstrated. Over a long period the X-ray equipment shows a constant dose rate. Controls of the technical devices and situations of danger are explained.